State Laboratory Institute 
Equipment Operating Temperature Record 


Instrument: VWR Brand Revco Scientific Operating Range: 2-10 °C 

SN: V21G349305WG 

Record temperature daily. If temperature is out of range, list corrective action on reverse side. 



Sep' 

Temp °C 

■05 

Initials 


Oct- 

Temp °C 

05 

Initials 


Nov- 

Temp °C 

■05 

Initials 


Temp °C 

Dec-05 

Initials 

1 

2 

3 

4 

5 

6 

7 

8 

9 

10 

11 

12 

13 

14 

15 

16 

17 




































































































































18 

19 

20 

21 

22 

23 

24 

25 

26 

27 

28 

29 

30 




































































































31 










Supervisor Review 





QA Review 


Han email PRR 005472 





State Laboratory Institute 
Equipment Operating Temperature Record 


Instrument: VWR Brand Revco Scientific Operating Range: 2-10 °C 

SN: V21G349305WG 

Record temperature daily. If temperature is out of range, list corrective action on reverse side. 
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State Laboratory Institute 
Equipment Operating Temperature Record 


Corrective Action Taken 
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State Laboratory Institute 
Equipment Operating Temperature Record 


Instrument: VWR Brand Revco Scientific 
SN: V21G349305WG 

Record temperature daily. If temperature is out of range, list corrective action on reverse side. 


Supervisor Review 

QA Review 


Operating Range: 2-10 °C 
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State Laboratory Institute 
Equipment Operating Temperature Record 
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Instrument:Refrigerator/ Fisher Scientific 
SN: 513303386 

*Record temperature daily. If temperature is out of range, list corrective action on reverse side. 

Month/ year 


QC Review 


QA Review 


Drug Analysis Laboratory 
Temperature Log 
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Drug Analysis Laboratory 
Temperature Log 
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